[Emission limits and standards regarding endoilluminators].
Endoillumination systems have to follow international standards and guidelines to protect both patient and operator safety. These standards classify the illumination systems according to their hazard potential and name fundamental requirements and test methods for optical radiation safety. Due to technical developments these standards have been updated recently or are in draft. This article discusses the requirements of and changes to these standards regarding light sources and accessories for endoillumination.